Significance and Application of Digital Breast Tomosynthesis for the BI-RADS Classification of Breast Cancer

Si-Qing Cai*, Jian-Xiang Yan, Qing-Shi Chen, Mei-Ling Huang, Dong-Lu Cai

Abstract

Background: Full-field digital mammography (FFDM) with dense breasts has a high rate of missed diagnosis, and digital breast tomosynthesis (DBT) could reduce organization overlapping and provide more reliable images for BI-RADS classification. This study aims to explore application of COMBO (FFDM+DBT) for effect and significance of BI-RADS classification of breast cancer. Materials and Methods: In this study, we selected 832 patients who had been treated from May 2013 to November 2013. Classify FFDM and COMBO examination according to BI-RADS separately and compare the differences for glands in the image of the same patient in judgment, mass characteristics display and indirect signs. Employ Paired Wilcoxon rank sum test was used in 79 breast cancer patients to find differences between two examine methods. Results: The results indicated that COMBO pattern is able to observe more details in distribution of glands when estimating content. Paired Wilcoxon rank sum test showed that overall classification level of COMBO is higher significantly compared to FFDM to BI-RADS diagnosis and classification of breast (P<0.05). The area under FFDM ROC curve is 0.805, while that is 0.941 in COMBO pattern. COMBO shows relation of mass with the surrounding tissues, the calcification in the mass, and multiple foci clearly in breast cancer tissues. The optimal sensitivity of cut-off value in COMBO pattern is 82.9%, which is higher than that in FFDM (60%). They share the same specificity which is both 93.2%. Conclusions: Digital Breast Tomosynthesis (DBT) could be used for the BI-RADS classification in breast cancer in clinical.

Keywords: Digital Breast Tomosynthesis(DBT) - full-field digital mammography - COMBO mode - BI-RADS

Introduction

Recently, full-field digital mammography (FFDM) is the preferred method that has been accepted for examining breast cancer and other diseases (Ahn et al., 2014). However, among the women in China (especially in the southern districts), the breasts are relatively smaller in size and higher in density, which may limit the correct diagnostic rate of FFDM. Digital Breast Tomosynthesis (DBT) is a three-dimensional imaging technology, in which the images of breasts may be obtained from different angles in the short scanning process (Rao et al., 2005). And then these independent images are rebuilt into a series of tomographic images with high resolution, which may be displayed separately or dynamically in the form of continuous playback. Compared with the FFDM, the DBT, which reduces or eliminates the influences of the tissue overlap and structural noise of breasts, may improve the accuracy of diagnosis and screening effectively, reduce the recall rate and decrease the unnecessary biopsies.

We conducted an examination among 832 patients by both FFDM and COMBO (FFDM+DBT), in order to probe the influence and significance of DBT on BI-RADS classification.

Materials and Methods

Subjects

This study is a prospective case analysis. A total of 832 cases of patients (including breast cancer patients and other breast disease patients) were selected treated in our hospital between May 2013 and November 2013 (age≥18 year and≤77 year, mean age: 41.76±8.75 years). Inclusion criteria: 1) palpable masses; 2) existence of lesions revealed by color Doppler ultrasound examination; 3) to inform the patients of the significance of the examinations and allow them to sign an informed consent form.

Equipments

Selenia Dimensions 3D system (Selenia® Dimensions®) produced by Hologic Company, U.S.A.

Examination methods

All the patients were examined by using X-ray at craniocaudal (CC) view and mediolateral oblique (MLO) view of the bilateral breasts. The X-ray tube rotated within 15 degree each time; the low dose exposure occurred one time with every rotation of 1 degree; the acquired 15 frames of images were rebuilt into a series of tomographic...
images with high resolution. The images of FFDM and DBT were obtained at the same stress body position, i.e. COMBO model.

**Evaluation methods**

The results of FFDM and COMBO obtained in 832 patients were recorded, respectively. The differences in the distributions of breast lesions in BI-RADS classifying diagnosis were investigated using the standard of BI-RADS classifying diagnosis. The diagnostic efficiency obtained by the above-mentioned two examination methods respectively was evaluated in the 79 breast cancer cases with pathological results. A consistent conclusion was made for each case by reading X-ray films and group consultation by four doctors.

**Statistical analysis**

An analysis was made by using SPSS 18.0 statistical software. The differences between the two different examination methods in the distributions of breast lesions in BI-RADS classifying diagnosis were analyzed by using Wilcoxon matched-pairs signed-rank and test. The pathological results were used as a gold standard, the evaluation of the efficiency of diagnosing breast lesions in breast cancer by FFDM and combination of FFDM with DBT was analyzed through receiver operator characteristic (ROC) curve. The difference was statistically significant with \( p < 0.05 \).

**Results**

**BI-RADS classifying diagnosis by two methods**

Statistical analysis of the differences in the distributions of breast lesions detected by two different examination methods (FFDM and COMBO) in BI-RADS classifying diagnosis (Wilcoxon matched-pairs signed-rank and test) was performed. The results were indicated in Table 1.

<table>
<thead>
<tr>
<th>Breasts</th>
<th>Classification</th>
<th>Positive signed-rank</th>
<th>Negative signed-rank</th>
<th>Mean signed-rank</th>
<th>Total</th>
<th>( p ) values</th>
<th>( Z ) values</th>
</tr>
</thead>
<tbody>
<tr>
<td>Right</td>
<td>FFDM</td>
<td>99</td>
<td>2</td>
<td>731</td>
<td>832</td>
<td>&lt;0.05</td>
<td>-8.59</td>
</tr>
<tr>
<td></td>
<td>COMBO</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Left</td>
<td>FFDM</td>
<td>117</td>
<td>2</td>
<td>713</td>
<td>832</td>
<td>&lt;0.05</td>
<td>-9.498</td>
</tr>
<tr>
<td></td>
<td>COMBO</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
</tbody>
</table>

**Pathological diagnosis**

The pathological diagnosis was resulted as the followings: benign tumors, 48 sides (21 left sides and 27 right sides); invasive ductal carcinomas, 30 sides; fibroma, 16 sides; fibrocystic mastopathy with fibroma, 5 sides; fibrocystic mastopathy, 12 sides; intraductal papilloma, 4 sides; inflammation, 2 sides; benign leaf tumor, 1 side; senile cystic degeneration, 4 sides; hamartoma, 1 side; no
Digital Breast Tomosynthesis for Breast Cancer Classification

ROS curve of COMBO and FFDM

ROS curve for the results of COMBO and FFDM was drawn according to the gold standard of pathology. The results of COMBO model indicated that the area under ROC curve was 0.914. The COMBO measurement result of 6.5 was a optimal cut-off point value, in which sensitivity was 82.9%, and specificity 93.2% (Figure 1A). The results of FFDM indicated that the area under ROC curve was 0.805. The FFDM measurement result of 6.5 was a optimal cut-off point value, in which sensitivity was 60%, and specificity 93.2% (Figure 1B).

The above results indicate that the detection method of COMBO is better. First, a higher value would be better when the area under ROC curve is within the limits of 5.0-1.0; the area under ROC curve of FFDM measurement results is 0.805, and the area under ROC curve of COMBO measurement results 0.914. Secondly, the sensitivity of the optimal cut-off point value of COMBO measurement results (82.9%) is higher than that of FFDM measurement results (60%), and the specificity of both optimal cut-off point values is the same (93.2%).

DBT illustrates the gland contents and tumor edge

DBT images can give a more accurate evaluation of the gland contents and display of gland distributions (Figure 2A) in the tumor tissues. COMBO showed the tumor edge more clearly (Figure 2B).

DBT shows the bright ring around the mass in tumor tissues

The mass with equal density in the rich glands tends to be shown unclearly in the images of FFDM. COMBO can show the mass clearly, with a smooth edge, clear borders and a visible linear bright ring around the mass in tumor tissues (Figure 3).

DBT shows the relation of mass with the surrounding tissues clearly in breast cancer

Figure 4A showed the details of adhesion of the mass with skin. The results indicated that DBT could show the relation of mass with the surrounding tissues more clearly in invasive ductal carcinoma tissues. Figure 4B showed the relation of focus with nipple. The pathological results revealed invasive ductal carcinoma. These pathological results revealed in invasive ductal carcinoma.

DBT shows calcification in the mass surrounding the tumor tissues

In order to explore the application of the DBT in the calcification diagnosis in tumor tissues, the FFDM and DBT methods were performed. The results indicated that the DBT method could show the calcification clearly surrounding the breast cancer tissues compared to the FFDM method (Figure 5).

DBT method avoids the negative image for the mass in breast cancer tissues

DBT may avoid a false negative result caused by the
tissue overlap. As shown in Figure 6, FFDM does not reveal an obvious focus, however, the DBT shows a visible mass of breast tumor tissues with equal density.

**DBT shows multiple foci more clearly in breast cancer tissues**

For the breast cancer, the mass in the tumor tissues always be ignored because of the different layers. As shown in Figure 7, there are visible masses of different layers in the layers 9 and 21 of the tissues, respectively.

**Sensitivity and specificity of COMBO**

The optimal sensitivity of cut-off value in COMBO pattern is 82.9%, which is higher than that in FFDM (60%). However, they share the same specificity which is both 93.2%. Therefore, the COMBO is better compared to the FFDM model.

**Discussion**

Digital breast tomosynthesis (DBT) is a three-dimensional imaging technology, in which the images of breasts may be obtained from different angles in the short scanning process. And then these independent images are rebuilt into a series of tomographic images with high resolution, which may be displayed separately or dynamically in the form of continuous playback. The rebuilt three-dimensional tomographic images, which reduces or eliminates the problems caused by the tissue overlap and structural noise in a two-dimensional breast mammography, may reduces or eliminates the tissue overlap (Takamoto et al., 2013; Roth et al., 2014). It was reported in literature that the omission diagnostic rate of breast cancers resulted in by a traditional X-ray photography in the patients with dense breasts was as high as 76% (Niklason et al., 1997) the groups with more quantity of the glands accounted for 87.6% in our 832 patients. Therefore, the use of a traditional digital breast mammography had major limitations in our region. Using the classification criterion of breast image report and data system established and recommended by the American College of Radiology (Liberman et al., 2012) as the footstone of BI-RADS classification, the signs, such as mass edge, the bright ring around a mass, blood vessel images, calcification foci and the relations with the adjacent tissues and so on, were shown more clearly in tomographic images (Partyka et al., 2014). DBT avoided overlap of breast tissues with lesion foci, discriminated between normal breast tissues and lesion foci with high density, allowed the shape and edge of a mass to be shown clearly and decreased the false negative and false positive results caused by omission diagnosis and tissue overlap respectively, so as to reduce the recall rate caused by false positive results and patient’s unnecessary anxiety (Sun et al., 2014). Lei J et al. (2014) evaluated the efficiency of diagnosing benign and malignant lesions by using DBT and FFDM through searching the databases, such as PubMed, EMBASE, Cochrane Library, Science Network, Chinese Biological and Medical Database and so on; analyzed the sensitivity, specificity, diagnostic odds ratio (DOR) and positive and negative likelihood ratio by using metadisc 1.4 software; and summarized the receiver operating characteristic curve (SROC) of the two different diagnostic methods, which dealt with a total of 7 researches on 2014 patients and 2666 cases of breast lesions; compared with gold standard, the sensitivity and specificity of the compiled COMBO and FFDM were 90% and 79%, 89% and 72% respectively, the positive likelihood ratios of combination of COMBO with FFDM were 3.50 and 2.83 and the negative likelihood ratios of combination of DBT with FFDM were 15% and 18%, respectively. Lei et al. (2014) thought that DBT might have a higher sensitivity and specificity than FFDM in the diagnosis of breast cancers and would become a preferred method for evaluating breast lesions. An analysis of 79 cases with pathologic results made by using ROC curve in our case group showed that the area under ROC curve of COMBO (0.914) was greater than that of FFDM (0.805), the sensitivity of the optimal cut-off point value of COMBO results (82.9%) was higher than that of FFDM (60%) and the specificity of both methods was the same (93.2%), thereby indicating that the examination method of COMBO is more optimal. This is considerably significant for the judgment of the gland content, manifestation of mass characteristics, the probing of hidden calcification and judgment of the changes in vascular images, skin and subcutaneous soft tissue all, extensive documentation focused on the significance of DBT for dense breasts. The author found in study that DBT had its unique contribution for any types of breasts and positive meaning for our classification of breast
lesions. In a multi-center and multi-sample experiment, the effects of DBT observations were better for 89% of cases with breast tumors and mammary dysplasia (Margolies et al., 2014). It was shown in our study that DBT might give a more accurate evaluation of contents of mammary glands, reveal their distributions and show edges of the tumors. It was reported in some literatures that the possibility of malignant changes was less than 2% among the patients with a clear, sharp and smooth edge of tumor. The possibility was as high as 81%-97% among the patients with a burr on edge of tumor, a positive burr sign hinting possible breast cancer to a great extent (Smith, 2005; Gong et al., 2006) Poplack et al. (Poplaek et al., 2007) deemed that DBT images, especially the images of tumors, were superior to traditional FFDM images. From the results, we might make judgment of a benign tumor for a mass with a smooth edge, clear borders and a fine uniform bright ring around it, which is consistent with the previous study (Hakim et al., 2014). This might provide a more accurate basis of images for the minimally invasive surgery expected by the women who love beauty. The study objects reported in the foreign literatures all were European and American women, whose breasts were characterized mainly by fat type breasts, therefore the effects of the gland overlap on images were relatively small (Gong et al., 2006; Park et al., 2007; Poplaek et al., 2007). In the Southern China, the race belongs to thin small type, whose breasts are small in size and high in the gland contents; in our study, the ratio of the groups with more quantity of the glands were as high as 87.6%, and nearly ninety percent of the population were the objects which were insensitive for FFDM. Therefore, the significance of use of will be more will be more profound for the southern districts of our country. Micro-calciﬁcation has been a highly speciﬁc sign that predicts benign and malignant tumors. For a long time, FFDM has been considered to have incomparable advantage for revealing micro-calciﬁcation compared with other imaging examinations (Greenberg et al., 2014; Margolies et al., 2014). DBT was thought to be superior to FFDM to a certain extent (Niklason et al., 1997; Reiser et al., 2008). The author thinks that the tomographic images shown by DBT, which eliminate interferences from overlaps of the gland tissues and other normal structures of breasts, would allow the micro-calciﬁcation hidden in dense mammary glands or lesions to be found. The use of DBT could improve the detection of micro-calciﬁcation signiﬁcantly, thereby enhancing the detection rate of early-stage breast cancers notably (Fidewald et al., 2014). It is remarkable that when clustering micro-calciﬁcation is shown in some cases, to make observations in combination with FFDM or adjust the shown layer thickness is still necessary, as thickness of 1mm would permit the total amount of calciﬁcation in each ﬁeld of view to decrease, which is unfavorable to make judgment of characters of the lesions (Gur et al., 2012). Therefore, the observations made by COMBO model are the recommended method. It was reported in literature that narrow angle DBT could provide a higher sensitivity and demonstrate the ﬁne clusters of micro-calciﬁcation (Chan et al., 2014). In traditional mammary gland X-ray photography, X-ray is difﬁcult to pass through this area when the overlap of mammary gland tissues occurs in a area, so as to leave the area to be suspected easily as a pathological lesion in images, especially in the cases with dense type mammary glands. Clinical investigations found that the cases misdiagnosed because of unclear image display were not isolated examples, and the misdiagnosis not only inﬂuenced the related treatments of patients, but also increased the patient’ psychological burden. The false positive results caused from the limited densiﬁcation brought about by overlap of normal tissues or blur of tumor edge would also affect the positive prediction values and speciﬁcity of experiments (Lang et al., 2014). A research on diagnostic accuracy rate and recall rate with radiologists (Rafferty et al., 2013) demonstrated that combination of digital photography with tomography was superior to digital mammary gland photography alone and reduced the recall rate of non-cancer cases signiﬁcantly at the same time. The small mass that could not be found due to overlap of breast tissues could be revealed in the images of DBT, increasing the detection rates of multi-center lesions (Gong et al., 2006). In general, we were more to make judgment of benign tumors for multiple tumors with a smooth edge, clear borders and uniform density. The breast screening system has been established in many countries with increasing morbidity of breast cancers, the mortality was down on the contrary, this beneﬁted from the screening practices for breast cancers (Vaughan et al., 2012; Nie et al., 2013). A study of community (Greenberg et al., 2014) demonstrated that DBT reduced recall rates and increased overall cancer detection rate (CDR). In our country, the related research is still on the initial stage; however, it is believed that will be more would be more widely used, bringing well-being to the people.

References

DOI:http://dx.doi.org/10.7314/APJCP.2015.16.9.4109
Si-Qing Cai et al


