Bioanalytical Application of SERS Immunoassay for Detection of Prostate-Specific Antigen

Kyung Jin Yoon, Hyeong Kuyn Seo, Hoon Hwang, Dongjin Pyo, In-Yong Eom, Jong Hoon Hahn, and Young Mee Jung

Department of Chemistry, Institute for Molecular Science and Fusion Technology, Kangwon National University, Chunchon 200-701, Korea. E-mail: ymjung@kangwon.ac.kr

Department of Life Chemistry, Catholic University of Daegu, Gyeongsan 712-702, Korea

Department of Chemistry, BK School of Molecular Science, POSTECH, Pohang 790-784, Korea

Received February 18, 2010, Accepted March 2, 2010

We demonstrate the possible application of the sandwich type surface-enhanced Raman scattering (SERS) immunoassay using antigen-antibody binding for detection of prostate-specific antigen (PSA) in cancer cells. In this sandwich type of SERS immunoassay, to capture antigens onto the immobilized layer of antibodies on the gold substrate we prepared the monolayer of gold nanoparticles on the APTMS-derivatized surface of a glass slide by using the SAM technique. This sandwich type of SERS immunoassay in which antigens on the substrate specifically capture antibodies on a Raman reporter (DSNB coated gold nanoparticles with R6G) could successfully detect PSA at low levels. A strong SERS spectrum of Raman reporter was observed only with a substrate in which PSA is present.

Key Words: Surface-enhanced Raman scattering (SERS), Immunoassay, Prostate-specific antigen (PSA), Raman reporter, Gold nanoparticles

Introduction

Surface-enhanced Raman scattering (SERS) spectroscopy has recently received much attention due to its considerable potential in highly selective and sensitive detection of molecules of interest even in single-molecule detection. SERS in which the scattering cross-sections are dramatically enhanced for molecules adsorbed on metallic nanostructure has been a promising candidate for various applications in nanoscience and nanotechnology. Particular interest has thus been focused on applications of molecular sensors operating via SERS for biochemical studies, clinical diagnoses, and environmental monitoring. Especially, SERS immunoassays based on antigen-antibody binding have been reported for biomarkers for early cancer diagnosis. For successful application of SERS immunoassays for biological sensors, people usually used novel metal nanoparticles modified to integrate bioselective species (e.g., antibodies) with molecular labels for the generation of intense, biolite-selective SERS responses in immunoassays and other bioanalytical applications.

Immunoassays, with high selectivity and affinity of antibody molecules to their corresponding antigens, have been widely exploited for analytical purposes in the field of clinical diagnoses. Immunoassay readout methods have been based on fluorescence, electrochemistry, chemiluminescence, Rayleigh scattering, and Raman scattering. Fluorescence spectroscopy has been one of the most widely used readout methods due to its high sensitivity. Raman spectroscopy has inherent problems such as extremely low sensitivity as an immunoassay readout method. However, immunoassay based on SERS provides a high sensitivity which is comparable to that of fluorescence spectroscopy.

Prostate-specific antigen (PSA), which is a glycoprotein consisting of one polypeptide chain, has been used as a serologic marker for detecting prostate cancer. Some types of immunoassay for PSA have been reported, such as fluorescence microscopy, surface plasmon resonance technology, lateral flow immunoassay, enzyme-linked immunosorbent assay (ELISA), radioimmunoassay, immunochromatographic assay system, and SERS based on immunoassays. In this study, we applied a sandwich type SERS immunoassay for the detection of PSA with high sensitivity. It shows the possible application of SERS immunoassay with monoclonal antibodies that is sensitive enough for analysis of PSA in human blood samples or cancer cells.

Experimental Section

Prostate-specific monoclonal antibody (anti-PSA-mAb) was obtained from Boditech Co. (Korea). Prostate-specific antigen (PSA), gold (III) chloride hydrate (HAuCl₄, 99%), sodium citrate tribasic dehydrate (Na₃Citrate, 99%), and 3-aminopropyl trimethoxysilane (APTMS, H₂N(CH₂)₃Si(OCH₃)₃, 97%) were purchased from Sigma Aldrich at highest purity available and used as received without further purification. N-hydroxysuccinimide (NHS), 1,3-dicyclohexylcarbodiimide (DCCD), and 5,5'-dithiobis(2-nitrobenzoic acid) (DNBA) were purchased from Alfa Aesar at the highest purity available and used as received without further purification.

Gold colloid nanoparticles were prepared by the aqueous reduction of HAuCl₄ solution (100 mL, 10⁻⁷ mol/L) with trisodium citrate solution (10 mL of 1%) using a process developed by Frens. The particle size of the gold colloidal nanoparticles can be controlled by adjusting the amount of dropping solution. The gold colloidal nanoparticle solution showed an absorption maximum near 523 nm. The size of the gold colloidal nanoparticles was 13 - 20 nm from the high-resolution transmission electron microscopy (TEM) images. Figure 1 shows a TEM image of...
colloidal gold nanoparticles.

The high-resolution TEM images were obtained with a JEOL JEM 2010 transmission electron microscope operated at 200 kV. Field emission scanning electron microscope (FE-SEM) images were obtained with a Hitachi S-4300 field emission scanning electron microscope operated at 15 kV. UV-vis absorption spectra were obtained with a Sinco S-3100 UV-vis spectrometer.

SERS spectra were recorded using a Jobin Yvon/HORIBA LabRam ARAMIS Raman spectrometer equipped with an integral BX 41 confocal microscope. The radiation from an air cooled HeNe laser (632.8 nm) was used as an excitation source. Raman scattering was detected with 180° geometry using a multi channel air-cooled (~70 °C) charge-coupled device (CCD) camera (1024 × 256 pixels).

For the SERS immunoassay, rhodamine 6G (R6G) adsorbed on colloidal gold nanoparticles was used as a Raman reporter in this study. R6G is a well-known SERS dye, which has been used in single-molecule detection. 5,5’-dithiobis (succinimidyl-2-nitrobenzoate) (DSNB) was used for antibody conjugation on to gold nanoparticles. DSNB was synthesized and DSNB-coated Raman reporter was prepared by the method reported earlier.15,24 Antibody was coupled to R6G adsorbed on gold nanoparticles via the succinimidyl terminus of the DSNB-derived coating.

To prepare to capture antibody substrates, a 3-aminopropyl trimethoxysilane (APTMS) derivatized surface of a glass slide was prepared by using the self-assembled monolayer (SAM) technique. SAM of APTMS was fabricated by immersing an acid-cleaning of the glass slide substrate for 24 hours, and then a successive gold nanoparticle layer was prepared by immersing the APTMS-derivatized substrate in a colloidal gold nanoparticles solution for 24 hours.

Antibody was also adsorbed on the gold nanoparticle SAM surface via the succinimidyl terminus of the DSNB-derived coating. The PSA was conjugated onto the immobilized layer of antibody on the gold nanoparticle SAM substrate by immersing antibody-derivatized substrate in PSA solution (in Tris buffer) for 1 hour.

**Results and Discussion**

To demonstrate the possible application of SERS immunoassay for detection of antigen (PSA) in cancer cells, we performed the sandwich type SERS immunoassay process. Figure 2 depicts the scheme of the sandwich type SERS immunoassay process used in this study. As shown in Figure 2, this sandwich type of SERS immunoassay involves the immobilization of captured antibodies on a Raman reporter (DSNB coated gold nanoparticles with R6G), the conjugation of antigens onto the immobilized layer of antibodies on the gold nanoparticle SAM substrate, the immobilized antibodies capturing antigens on the surface, and SERS detection of the Raman reporter on which antigen is selectively conjugated with antibody.

Figure 3 shows a FE-SEM image of the gold nanoparticles monolayer on the APTMS-derivatized SAM substrate. It can be seen that the gold nanoparticles were homogeneously assembled on the APTMS-derivatized SAM substrate. This gold nano-
particles monolayer is a good substrate to capture antibody in this sandwich type of SERS immunoassay. By the specific antigen-antibody interaction, the PSA was thus conjugated successfully with antibody on the gold nanoparticles monolayer via the succinimidyl terminus of the DSNB.

Figure 4 shows the SERS spectra of R6G (10⁻⁶ M) on colloidal gold nanoparticles, the antibody (2 × 10⁻⁷ M) conjugated onto colloidal gold nanoparticles via the succinimidyl terminus of the DSNB-derived coating, and the captured antigen (PSA) with antibody (2 × 10⁻⁷ M) coupled to colloidal gold nanoparticles via the succinimidyl terminus of the DSNB-derived coating. As shown in Figure 4, the SERS spectrum of R6G adsorbed on colloidal gold nanoparticles is completely different from those of antibody and PSA coupled with antibody. The intensities of the Raman bands for R6G, even at very low concentration, are much stronger than those for the others. It means that R6G could be a good Raman reporter for detection of PSA by SERS immunoassay. In this study, R6G was thus used as a Raman reporter due to the low level of detection sensitivity, although the strongest Raman band at of DSNB on gold nanoparticles has been used as a Raman reporter for SERS immunoassay.

As mentioned above, the SERS immunoassay using antigen-antibody binding is a powerful method for the detection of specific cancer detection. Figure 5(a) displays the SERS spectrum of the immobilized Raman reporter of antibody on the substrate of PSA captured with the immobilized antibody on the gold nanoparticle SAM surface. The immobilized Raman reporter of the antibody specifically extracts the available PSA when PSA is present on a substrate that is an immobilized layer of antibody on the gold nanoparticle SAM surface. The SERS spectrum of the Raman reporter of antibody on the substrate of the immobilized antibody on a gold nanoparticle SAM surface in which PSA is not present is presented in Figure 5(b) for comparison. The bands at 1652, 1510, 771, and 609 cm⁻¹ assigned to the characteristic Raman bands for R6G are observed only for the substrate in which PSA is present as shown in Figure 5(a). It means that antibodies on the Raman reporter are successfully and selectively conjugated with antigen (PSA) on the immobilized antibody on the gold nanoparticle SAM surface. We could finally detect PSA at very low levels (≈ 1 pg/mL) by using this SERS immunoassay method, which is within PSA concentration in human blood samples. Therefore, this SERS immunoassay method can be applied for sensitive detection of PSA in cancer cells.

**Conclusion**

An effective detection method based on SERS immunoassay using antigen-antibody binding has been introduced. For the possible application of SERS immunoassay for detection of antigen (PSA) in cancer cells, we performed the sandwich type SERS immunoassay process. Very interestingly, to capture antigen onto the immobilized layer of antibodies on the gold substrate, we prepared a monolayer of gold nanoparticles on the APTMS-derivatized surface of a glass slide by using the SAM technique. This sandwich type SERS immunoassay involves the immobilization of capture antibodies on a Raman reporter (DSNB coated gold nanoparticles with R6G), the conjugation of antigens onto the immobilized layer of antibodies on the gold nanoparticle SAM substrate, the immobilized antibodies capturing the antigens on the surface, and SERS detection of the Raman reporter on which antigen is selectively conjugated with antibody.

We demonstrate the potential of this sandwich type of SERS immunoassay to detect PSA successfully at very low levels. This powerful SERS immunoassay method would open a way for detection of PSA in human blood samples or cancer cells.

**Acknowledgments.** This work was supported by the National Research Foundation of Korea (NRF) grants funded by the Korea government (MEST) (No. 2009-0083707 and No. 2009-0087013) and the BK 21 program from the Ministry of Education, Science and Technology of Korea. The authors thank the Central Laboratory of Kangwon National University for the measurements of Raman spectra.
References